Severe aortic insufficiency after transapical aortic valve implantation.
We report the dislocation of a stented aortic valve prosthesis two weeks after the uneventful transapical implantation in a female who had underwent mitral valve replacement and CABG six years before. The initial implantation of the Edwards Sapien aortic valve prosthesis (Edwards Lifesciences, Irvine, CA), as well as the postoperative recovery, was uneventfully. At the sixth postoperative day, the patient developed a progressive heart failure due to a severe aortic insufficiency. During conventional aortic valve replacement, the dislocated prosthesis was found in the left ventricle. After uncomplicated postoperative recovery, the patient could be discharged in a good physical condition. Preexisting mitral valve prosthesis seems to be an important, complicating goal for transcatheter aortic valve implantation.